
SOUTH DAYTON LANDFILL  
MORAINE, MONTGOMERY COUNTY, OHIO 

DATA VALIDATION REPORT 
 
 
Date:  August 15, 2012 
Laboratory:  Air Toxics Ltd. (Air Toxics), Folsom, California 
Laboratory Project #:  1208065 
Data Validation Performed By:  Lisa Graczyk, Weston Solutions, Inc. (WESTON®) Superfund 
Technical Assessment and Response Team (START) 
Weston Analytical Work Order #/TDD #:  20405.016.008.1869.00/S05-0008-1206-003 
 
This data validation report has been prepared by WESTON START under the START III Region V 
contract.  This report documents the data validation for three air sample collected for the South Dayton 
Landfill Site that were analyzed for the following parameters and methods.   
 

 Volatile Organic Compounds (VOC) by TO-15 
 Methane by ASTM Method D-1946 

   
A level II data package was requested from Air Toxics.  The data validation was conducted in general 
accordance with the U.S. EPA “Contract Laboratory Program National Functional Guidance for 
Superfund Organic Methods Data Review” dated June 2008.  The Attachment contains the results 
summary sheets with the hand-written qualifiers applied during data validation.   
 
VOCs BY U.S. EPA METHOD TO-15 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.     
 

Samples Lab ID Matrix     
Date 
Collected     

Date 
Analyzed

2391RIVER-SS-080112 1208065A-01A Air 8/1/2012 8/6/2012 
2232RIVER-SS-080112 1208065A-02A Air 8/1/2012 8/6/2012 

2373RIVER-SS-080112 1208065A-03A Air 8/1/2012 8/6/2012 

 
2. Holding Times 
 

The samples were analyzed within the required holding time limit of 30 days from sample 
collection.      
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3.   Blanks 
 

A method blank was analyzed with the VOC analysis and was free of target compound 
contamination above the reporting limit.     
 

4. Surrogate Results 
 

The surrogate recovery results were within the laboratory-established quality control (QC) 
limits.   
 

5. Continuing Calibration Results 
 

The continuing calibration results were within the QC limits for percent recovery.     
 

6.  Laboratory Control Sample (LCS) Results 

The LCS and LCS duplicate (LCSD) recoveries were within laboratory QC limits except for as 
follows.  In the LCS and LCSD, ethanol was detected low (below QC limit) and methy- tert 
butyl ether (MTBE) was detected slightly above the QC limit.  Because MTBE was not detected 
in the samples, no qualifications were required.  Fore ethanol, the quantitation limits were 
flagged “UJ” as estimated.          
 

7. Overall Assessment 

The VOC data are acceptable for use as qualified based on the information received.   
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METHANE BY ASTM D-1946 
 
1.  Samples 

 
The following table summarizes the samples for which this data validation is being conducted.     
 

Samples Lab ID Matrix     
Date 
Collected     

Date 
Analyzed

2391RIVER-SS-080112 1208065B-01A Air 8/1/2012 8/8/2012 
2232RIVER-SS-080112 1208065B-02A Air 8/1/2012 8/8/2012 

2373RIVER-SS-080112 1208065B-03A Air 8/1/2012 8/8/2012 

 
2. Holding Times 
 

The sample was analyzed within the required holding time limit of 30 days from sample 
collection.      
 

3.   Blanks 
 

A method blank was analyzed with the methane analyses and was free of target compound 
contamination above the reporting limit.     

 
4.  LCS Results 

The LCS and LCSD recoveries were within laboratory QC limits. 
 
5. Overall Assessment 

The methane data are acceptable for use based on the information received.   
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ATTACHMENT  
 

AIR TOXICS LTD. 
RESULTS SUMMARY 















Client Sample ID: 2391RIVER-SS-080112
Lab ID#: 1208065B-01A

NATURAL GAS ANALYSIS BY MODIFIED ASTM D-1946

9080836File Name:
Dil. Factor: 1.79

Date of Collection:  8/1/12 10:57:00 AM
Date of Analysis:  8/8/12 09:28 PM

(%)(%)Compound
AmountRpt. Limit

0.00018 Not DetectedMethane

Container Type: 6 Liter Summa Canister

Page  6 of 11



Client Sample ID: 2232RIVER-SS-080112
Lab ID#: 1208065B-02A

NATURAL GAS ANALYSIS BY MODIFIED ASTM D-1946

9080837File Name:
Dil. Factor: 2.01

Date of Collection:  8/1/12 11:39:00 AM
Date of Analysis:  8/8/12 09:50 PM

(%)(%)Compound
AmountRpt. Limit

0.00020 Not DetectedMethane

Container Type: 6 Liter Summa Canister
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Client Sample ID: 2373RIVER-SS-080112
Lab ID#: 1208065B-03A

NATURAL GAS ANALYSIS BY MODIFIED ASTM D-1946

9080838File Name:
Dil. Factor: 1.75

Date of Collection:  8/1/12 12:23:00 PM
Date of Analysis:  8/8/12 10:14 PM

(%)(%)Compound
AmountRpt. Limit

0.00018 0.00028Methane

Container Type: 6 Liter Summa Canister

Page  8 of 11


